
1. Store probes in their shipping box. Keep the record that came with the probes - this 
will help you identify the probe designs in the future.

2. For SiNAPS packages: After withdrawal from tissue after an experiment, immediately 
rinse in a beaker of distilled water. Soak the probe (only the shank; avoid soaking the 
PCB) in Tergazyme for up to 30 minutes.

3. Then, rinse the probe in deionized water and then repeatedly immerse and extract or 
gently stir it inside the beaker.

4. Do NOT use ethanol alcohol.

5. Do NOT use acetone.

6. DO NOT use ultrasonic cleaners on NeuroNexus SiNAPS probes as this may cause 
damage.

7. DO NOT autoclave SiNAPS probes as this may cause damage.
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